
Salient Characteristics 
The following salient characteristics are essential, significant and functional to the Government’s requirements: 

 

Brand Name Item:  Medtronic ENT Sinus Shaver M5 Microdebrider 

Complete generic identification – ENT Sinus Shaver  

1. Must have an oscillating speed of 7500 

2. Drill must be able to utilize laryngoscopy, sinus, and skull based burrs 

3. Must have a drill speed of 30K 

4.  Unit must be able to interact with the Facility owned Fusion Navigation System 

5. Must have GPS tracking and compatible with the Stealth System. 

 


